[The effect of electrohydraulic waves and ultrasound on the urothelium].
An experimental study on 30 rabbit urinary bladders showed that the ultrasound lithotripsy causes less tissue damage and fewer complications than the use of electrohydraulic waves. The danger of perforation using electrolithotripsy is high whereas bladder wall perforations never were caused by ultrasound using the usual amplitudes and frequencies. An increase in temperature and edema formation in the bladder wall was caused by the ultrasound but this probably would be a minor damage in the clinical use.